Click here to view detailed product descriptions and prices. Call 800-397-5899 to order today!

8. Alarm Tone(s)

- Press button 1, then press button 2 to choose the next alarm tone.

9. Testing the Med-E-Lert Functions

- Press button 2 for approximately 12 seconds until CH displays.

10. Locking and Unlocking the Med-E-Lert

- Insert the key into the device and turn it ½ turn to the left to lock or ½ turn to the right to unlock.

11. Stopping the Alarm

- The alarm will stop once the Med-E-Lert senses that pills have been dispensed. Simply pick up the device and turn it over, carefully dumping the pills into your hand or a container.

12. Low Battery Alert

- When the Med-E-Lert senses that batteries are low on power, an indicator will appear on the display (as shown). Replace the batteries immediately to ensure that the device continues to function properly.

Warning: Do not place the MED-E-LERT in direct sunlight or strong ultraviolet light as it may cause malfunction in operation.
1. Insert the Batteries

Insert the 4 "AA" Batteries into the compartment according to the guide imprinted in the bottom of the battery compartment and replace the cover, ensuring that it snaps in place.

2. How to Open the Medication Compartment

Press gently with your thumbs on the front tab of Med-E-Lert as shown, then lift the cover.

3. Cleaning the Tray

Clean the medication tray using only a dry or damp cloth, cotton swab or sponge.

Note: Please make sure your hands are always clean and dry when using the Med-E-Lert as well as any other medication, and always follow the manufacturer’s instructions.

4. Loading the Med-E-Lert Dispenser

Choose most appropriate disc, secure the disc in place, and fill the designated compartments.

5. 12/24-Hour Time Formats

The Med-E-Lert supports both the 12 and 24-hour time formats and automatically defaults to the 24-hour time format. To select the 12-hour time format, press the "Z" and "S" buttons simultaneously and hold. The AM or PM symbol will appear when the clock is in the 12-hour format. Simply release the two buttons once you have selected the format you prefer.

6. Setting the Med-E-Lert Clock

(button 1- left; button 2- middle; button 3- right)

Press button 1 and hold until the "H" symbol on the clock blinks, then release the button.

Press button 2 for hours and "3" for minutes, set the correct time.

Press and release button 1 again to store the time.

7. Setting and Checking the Alarm Times

1. To set the first alarm, press and release button 1. When the "A1" symbol will begin to blink, press buttons 2 and 3 to set the hours and minutes as you did setting the clock time.

2. Press and release button 1 again once you have selected the correct time to program that time into the Med-E-Lert. The "A1" symbol will begin to blink.

3. Repeat the above steps to program the remaining alarms. Once you have set the time for "Alarm 4", press button 1 again and the alarm symbol will stop blinking.

4. For less than 4 alarms, if you wish to set less than 4 alarms, press and release button 1 and set the alarm time. After finished the last alarm you wish to set, leave the display blinking. After one minute the Med-E-Lert will re-attach to normal function.

5. If you wish to cancel the alarm, press and release button 1 again to store the alarm.

www.ActiveForever.com